Endocarditis of percutaneously placed pulmonary valve is increasingly being recognized and reported as a potentially life-threatening complication. In this report, we discuss a 17-year-old male who presented with septic shock secondary to staphylococcal endocarditis of a percutaneously placed pulmonary valve.
INTRODUCTION
Endocarditis is emerging as a significant complication after percutaneous transcatheter pulmonary valve replacement. We report a patient who presented in shock with acute staphylococcal endocarditis 5 years after implantation of a Melody valve.
CASE REPORT
A 17-year-old male with complete transposition of the great arteries, ventricular septal defect, and pulmonary stenosis had previously undergone a Rastelli repair with placement of a 16 mm pulmonary homograft in infancy. He subsequently underwent conduit replacement with a 20 mm aortic homograft at 7 years of age that was then balloon dilated at 12 years of age. A transcatheter Melody valve was placed within this homograft soon after balloon dilatation. He did well for 5 years following Melody valve implantation with minimal gradient across the conduit and no more than mild regurgitation. He presented with a 2 days history of fever, diarrhea, vomiting, and an episode of syncope. On examination, he was pale, febrile, icteric, tachycardic, and hypotensive. Two sets of blood cultures grew methicillin-sensitive staphylococcus aureus. He was admitted to the intensive care unit and resuscitated with intravenous fluids and inotropes (dopamine 5 µg/kg/min). He was commenced on intravenous vancomycin (1 g every 12 h), rifampicin (300 mg every 8 h) and gentamicin (62 mg every 12 h). Subsequently, vancomycin was stopped and intravenous oxacillin (2 g every 4 th h) was started based on the sensitivity results. Right ventricular pressure estimates on echocardiography were initially normal, and increased over the 1 st 48 h of hospitalization to near-systemic pressure. The stent within which the valve was mounted precluded direct visualization of the Melody valve leaflets to assess their motion or examine for vegetations. Cardiac magnetic resonance (CMR) imaging did not reveal perivalvular abscess and was also suboptimal for evaluating the internal anatomy of the pulmonary valve. Computed tomography (CT) of the chest showed multiple cavitary nodules of varying sizes throughout both the lungs, most pronounced at the apices, and associated with pulmonary vasculature, suggestive of septic emboli [ Figure 1 ]. His condition stabilized over the next 48 h and he was discharged from the intensive care unit. Gentamicin was stopped after 2 weeks. After 6 weeks of treatment with oxacillin and rifampicin, he was electively scheduled for explantation of the Melody valve. At surgery, there was considerable inflammation around the heavily calcified homograft. The Melody valve was clearly infected [ Figure 2 ]. There was thickening and edema of both the valve leaflets, one of which had adhered to the internal wall of the Melody valve and was immobile. The homograft and Melody valve were explanted and replaced with a pulmonary homograft. Histopathological examination revealed acute inflammatory infiltrate with granulation tissue in the Melody valve suggesting acute endocarditis. The postoperative course was uneventful. The patient is doing well at 6 months follow-up.
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DISCUSSION
The Melody valve is a valved bovine jugular vein (BJV) segment mounted on an expandable metal stent. Although implantation of the valve in North America began in 2007, the first case of infective endocarditis (IE) involving the Melody valve in the United States was reported only in 2013. [1] The incidence of IE after percutaneously placed pulmonary valve was estimated in 2013 to be about 2.4% per patient-year. [2] It typically occurs beyond the 1 st month after implantation and can occur as late as 65 months after the procedure. [3, 4] The mortality rate associated with infection of the Melody valve varies from 13 % to 37%. [4, 5] Endocarditis of the Melody implant is rare, but usually presents as an acute life-threatening febrile illness. [4] The diagnosis IE of the Melody valve may not be straightforward. Bacteremia without infection of the valve can sometimes be seen in these patients. [2] A presumptive diagnosis of endocarditis of the Melody valve can be made if a patient, after a percutaneously placed pulmonary valve, presents with fever, positive blood culture, and new or progressive valve dysfunction, typically stenosis of the Melody valve. Echocardiography, CT, and CMR all have limitations in evaluating the valve leaflets and the internal surface of the Melody valve because of artifacts due to the metal stent. Intravascular echocardiography has been reported to be useful in detecting vegetations within the prosthesis but requires an invasive procedure in a patient who is potentially quite ill. [5] Explantation of the Melody valve is indicated in those with persistent conduit dysfunction or in those who do not respond to appropriate antibiotics. It has been suggested that approximately half of those with IE need to have the percutaneously placed valve explanted. [4] Currently, the Melody valve is the only percutaneous option available for use in the pulmonary position. Although other homografts and bioprosthetic valves in the pulmonary valve are not entirely free from the risk of endocarditis, the Melody valve seems to be at a higher risk of infection. In a recent experience from France, the incidence of IE following percutaneous pulmonary valve replacement was 8.6% as opposed to 2.6% following surgical pulmonary valve replacements. [5] In this study, a history of prior endocarditis was the only factor significantly associated with endocarditis of the percutaneously placed pulmonary valve. [5] In contrast, the Italian registry identified male gender, previous endocarditis, prior stent implantations in the right ventricular outflow tract (RVOT) and altered RVOT anatomy as factors significantly associated with IE of the Melody valve. [3] The "cheese-grater" effect of the metal stent immediately adjacent to the BJV valve in the Melody implant may contribute to the high susceptibility to endocarditis. [6] Variations in the geometry of the conduits into which the Melody valve is deployed causes irregularity in the geometry of the implanted valve. [2] This gives rise to potential spaces and pockets that can eventually facilitate the development of infection. This risk seems to be particularly higher in patients who have stopped antiplatelet therapy. [2, 7] Interestingly, the French study also revealed that surgically implanted BJV valved conduit (Contegra-Medtronic Inc., Minneapolis, MN, USA) is also associated with a higher risk of endocarditis as compared to homografts and other alternatives. [5] It has therefore been speculated that the "inherent biological characteristics of the BJV and its method of preparation may be contributing to the possible thrombosis and tropism for microorganisms." [2] The coapting surface of the Melody valve also tends to be long and the resulting redundancy of the valve leaflets may also predispose to infection. [2] However, none of these theories have been conclusively proven and further evaluation is necessary to completely understand the patient and prosthesis related factors predisposing to infection and carry out necessary modifications in design if necessary to ameliorate this risk. 
